(9 & 2o
EXHIBIT Q - t#QT’"

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH BERVICES
STANDARD QUALITY ASSURANCE PROCEDURBS/éﬁ
INTOXILYZER KODEL 5000

AGENCY Tucson Police QA SPECIALIST Trene Doras

(PrlnELZ%SE)
INTOXILYZER SERIAL #¢¢ ~p0052¢ 3 LOCATION
DATE Jg@NnuUcr ry 2& m-gzooii TIME__ /Or A

o Display reads "READY TO START" or "PUSH BUTTON TO START
TEST."

TAGNOSTIC TESTS
- DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, S1 and S3 off or
keyboard menu selection "H". Reading is _. %2 / .
w0 Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".
1&3{45' Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "P".
S Clock time check. Mode selection sw1tch S§10 on or
keyboard menu selection "E".
/A Date check. Mode selection switch S11 on or keyboard
menu selection "“E".

QPERATIONAL TESTS
L Alcohol free subject Test result 0. &OQ AC
A\l Error recognition logic system functioning
Invalid test printed
R ;ZS . Proper sample recognition system
:;%nvalid sample printed
eficient sample printed

____N/A  completeness of sample purge with collection tube#**
:ﬁ& Calibration standard 0.0§0 AC
Results: 0.07F2A4C / 0.0 70 AC /

Instrument operating properly and accurately. YES_ NO___

COMMENTS(’,QI/////(/ needs 1o X Cltgrrcd . e priaf-
[_cards>- for ~ Pridkricy &ffer Clrazeiy. 2797

SIGNATURE %M M

Q" Haiﬁohol concentratlon standard collected for subsequent
analysis.»=

*WITH OR WITHOUT "VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
##THIS STEP IS8 ONLY REQUIRED IF THIS DEVICE I8 BEING USED FOR
S8AMPLE CAPTURE.
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Tucson Police Department Crime Laboratory

D\ ONHIND A9 9861 (D : h / ONIIND AG 9861 (3
Q\E . QUYD HILNIHA INIWNHLISNI HIZANXOLNI e E QYYD Y3LNIEd INJWNHLSNI,;HIZATOLNI
. § *F " . N . . %,

Y
b

e

= -~

b
SAHYIANIY HO/ANY NOLLYWHQANI TYNOLLIGAY
HQIVHI0 = .

SHYPIAIH HO/GNY NOUVINHOHNS TYNOILIIaY

7 HOIVH3d0
(7557%

-

rd

—_
NOWYD0T INIWNHLSNI Q3AHISAO0 1S4 INIL NOUVIO1 % % A3ALISE0 1SHH IALL
. 3
JNYN S.LD33raNs ' JWVN S.103r8NS
i

PRI S




?‘ogé”

. \f N IND Ad 9861 D
o
\E p QHvD HALNIH INJNNHLSNI gHIZANXOLNI

i N
o
SyHVINGH HO/ONV NOLVIWHOSNI TVNOILIGGY
P HOIVE3d0 -
NOIVO0) LNIWNHISNI ) T Q3ANISH0 JSHH INL !
— . m “ w “ i
VN S 103r8NS

/ INIIWD Ad 9861 O

UNE QuYD H3LNIM INTNNEISNI ,HIZAUXOLNI

SHVINIY HO/ANY NOLLYWHOANI TYNOLLIAaY

HOLYH3dO

G

o

G3/83580 1585 INE

NOWY201 LINFWNHISNI

T G7

JAVYN S.103r8NS

NI




EXHIBIT P 5?%{ 7
SZ '

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(R)

' ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+* /él\

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date //2357095‘ Time /0/52

Intoxilyzer Serial# éét )ﬂzﬂj Location
QA Specialist _Jyene L0241

(Print Name)

(Jo) 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.080 AC

(/) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

g¥&ﬁ/3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

g%&jf 4. Attach simulator to the simulator entrance port on the

, Intoxilyzer.
\JKY&q%W”S. Intoxilyzer 5000 display reads "READY TO START" or

“PUSH BUTTON".

ﬁf%ﬁ?ﬂsT's. Push Start Test button or press enter on keyboard.
@ 5
8

Insert card in response to display.
. Air blank completed.
A (RS) 9 - Calibration check completed.
< Test results O.Q%&p AC Ol AT~
AET ST 10. Air blank completed.
i As) 11 When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
{ijT 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

SIGNATURE /{/Q-MMA
A

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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IOD /
Z
TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Date: 11;20‘5’/05‘
Intoxilyzer Senal Number: 06— 5003
OAS: Lyene Poran // JErry aallcso s 4y MY

Problem Descrpuorn:

() pantr bunchry Coovackes v grinding X2

O it REL ' cror _at appepral fmes .

If the instrument is taken out of service, complete the followng:

Date out of service /\//ﬁ'

Calibration Check completed pror to removal from service:

] Yes Date: 0 No

SQAP completed prior 1o removal from service:

] Yes Date: 0 No

Date returned to service: N/

R

Corrective Action Taken or Repaurs:
N Clegned prnky_rollers &) d sk sensiiitfy €7

ﬁff’é /per CML , adjudtd REL pofeatiomcer (Mow REL
NFHC i Ah Ertr '@/m/q ﬁ}%ff .
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